Objective: To optimize scan time and X-ray dose with no loss of image quality for retrospectively-gated micro-CT scans of free-breathing rats. Methods: Five free-breathing rats were scanned using a dynamic micro-CT scanner over 10 continuous gantry rotations (50 seconds and entrance dose of 0.28 Gy). The in-phase projection views were selected and reconstructed, representing peak inspiration and end expiration from all 10 rotations and progressively fewer rotations. A least error method was also used to ensure that all angular positions were filled. Image quality and reproducibility for physiological measurements were compared for the two techniques. Results: The least error approach underestimated the lung volume, air content in the lung at peak inspiration, and tidal volume. Other measurements showed no differences between the projection-sorting techniques. Conclusions: Seven gantry rotations (35 seconds and 0.2 Gy dose) proved to be the optimal protocol for both the in-phase images and the least error images.
Introduction
Micro-computed tomography techniques have been developed and reported for non-invasive monitoring of var-ious respiratory diseases modeled in rodents [1] - [7] . To obtain structural and functional information from the images, respiratory-gated imaging at multiple time points in the respiratory cycle is required. Both prospective [8] - [11] and retrospective [12] - [14] techniques have been previously reported. Prospective gating techniques ensure that all projection views are acquired in the desired respiratory phase; however, multiple image acquisitions of different respiratory phases are required to provide sufficient data to measure lung function. Retrospective gating acquires projection views throughout the respiratory cycle, with the projections sorted based on the phase of the respiratory cycle the animal was in when the projection was acquired. Although any portion of the respiratory cycle can be reconstructed, some of the data will be discarded because it is not in the desired phase, which may lead to missing view artefacts in the image or increased X-ray dose to the animal due to acquiring redundant projections for a given phase in the cycle.
Using the respiratory-gated images, anatomical measurements can be made with reduced motion artefacts and uncertainties due to organ motion for the desired respiratory phase. Semi-automated and fully automated algorithms to extract and/or classify features, such as airways or vessels, have been described [15] - [19] . In all of these studies, the ability to accurately measure lung morphology is dependent on good motion reduction (gating), low image noise and for the greyscale-based algorithms, accurate and reproducible grey scale values.
For prospective gating, the image quality is the same for all images-one simply has to wait for the animal to reach the desired respiratory phase at each angular position before acquiring the projection. In the case of retrospectively gated images, the number of unique projection views in each respiratory phase will be dependent upon the respiratory rate, how stable the rate remains throughout the scan, and on the respiratory phase at the beginning of the scan. Therefore retrospectively gated images are more susceptible to variability in the image quality achieved, leading to more difficulties in measuring the morphology with the semi-automated and automated algorithms. One major downfall of the threshold-based segmentation algorithms occurs for images with poor signal-to-noise and/or missing view artefacts; in these cases, the segmentation algorithms will leak out of the desired region into the surrounding tissue causing an artificially increased volume to be extracted.
For retrospective gating, improvements in the projection selection algorithms may improve the signal-to-noise ratio and reduce or eliminate artefacts due to missing projection views and respiratory motion. Ford et al. describe a method using a temporal window positioned at a specific portion of the externally monitored respiratory trace to select the projections that were acquired during the desired respiratory phase [12] . Since the respiratory trace was based on the motion of the diaphragm monitored externally, the motion of the diaphragm and the recorded trace may not be perfectly synchronized. Furthermore, for free-breathing animals, the portion of the trace that is included in the window may be slightly different from breath-to-breath. An alternate means of retrospectively gating uses information from the projection views to determine the respiratory phase during which the projection was acquired. Hu et al. used the diaphragm position to select projections [13] , whereas Ertel et al. measured diaphragm motion with a Kymogram function to select projections from the desired respiratory phase [14] . Ertel demonstrated a reduction in blurring with good temporal efficiency using the Kymogram technique. Armitage et al. implemented a least error method to ensure that all angular positions were filled in the reconstructed image [20] . In this approach, redundant projections are required at each angle, and some of the angular positions may not exactly be in the same respiratory phase, but image quality metrics showed an improvement for phantom images.
In this paper, we aim to optimize our previously reported [12] scanning protocols for retrospectively respiratory-gated micro-CT imaging for rats to reduce the imaging time and X-ray dose to the animal. We also investigate the effects of including projection views that are not quite in phase to completely fill projection space and eliminate missing view artefacts in the resulting images. Quantitative measurements of image quality and physiologically relevant metrics will be performed in the images using only in-phase projections and compared with those images that add nearly in-phase projections to completely fill projection space.
Materials and Methods

Animal Model
Five healthy male Sprague-Dawley rats (mean mass = 381 ± 16 g) were housed in a pathogen-free vivarium, with access to water and standard rodent chow ad libitum. For the experimental protocol, each rat was anaesthetized with an intra-peritoneal injection of a mixture of 80 mg/kg ketamine and 5 mg/kg xylazine. Throughout the experiments, the rats were free-breathing, and their respiration and body temperatures were monitored conti-nuously. All animal procedures were approved by the Animal Use Subcommittee at the University of Western Ontario.
Micro-Computed Tomography Scanning
During the scanning protocol, the animals were free-breathing but under anaesthesia. The micro-CT scanner was a high-speed, cone beam CT scanner (Locus Ultra, General Electric HealthCare, London, Canada), which has been characterised previously [21] - [23] . The scanning protocol acquired 4160 projection views over 10 continuous gantry rotations at 80 kVp and 50 mA with a 50 s X-ray exposure time (5 s per gantry rotation), in accordance with the optimized exposure settings described by Du et al. [23] . The acquisition time for each projection was 12 ms. The entrance dose for this protocol has been measured previously and is approximately 0.28 Gy in air at scanner isocentre [12] . For calibration purposes, a small tube of water is included in each image to convert the recorded signal intensities into Hounsfield units.
During the scan, the respiration signal and the rectal temperature were continuously monitored and recorded using a rodent physiological monitoring system (Biovet, m 2 m Imaging Corp., Cleveland, USA). The animal was positioned prone on the CT imaging bed, with a pneumonic pillow positioned under the diaphragm. The animal was free-breathing and the motion of the diaphragm caused a measurable change in pressure in the pillow, which was used as a surrogate for the respiratory trace. In addition, a signal indicating when the x-ray beam was switched on was routed from the micro-CT scanner and recorded using the Biovet system to establish a common timeframe between the respiratory waveform and the acquisition of the projection views.
Each animal received 3 micro-computed tomography scans in a single imaging session. Upon reviewing the respiratory traces, we found that some gasps occurred during the imaging sessions, which allowed the projection-sorting algorithm to select inappropriate projections. To eliminate this source of error, we identified 2 scans for each rat that demonstrated reproducible respiratory patterns for further analysis.
Retrospective Respiratory Sorting
A retrospective respiratory-sorting algorithm was used to identify the projections that were acquired during each desired phase of the respiratory cycle. Retrospectively sorting the projection data allows images to be reconstructed at any phase of the respiratory cycle from a single acquisition; however, since some of the projection views are rejected because they are not in the specified phase, the images may suffer from reduced image quality if projection space is not completely filled. To assess the effects of missing view artefacts in the images, we reconstructed each dataset using two respiratory sorting techniques, in-phase and least error, outlined below.
In-phase: In this approach, only the projection views that were acquired during the desired phase were included in the reconstruction, which may result in missing views in the reconstruction. For each micro-CT scan, the projections were sorted into end expiration and peak inspiration phases based on a threshold approach. The end expiration segments of the respiratory trace were defined as all time points during the respiratory trace where the recorded signal was less than 20% of the full range of recorded values. Peak inspiration was defined as those time points in the respiratory trace with signal values greater than 80% of the full range. For each phase, the projection views that were acquired during the defined periods were included in the respiratory-sorted set, including projections from all 10-gantry rotations.
Least Error: In the least error respiratory-sorting approach, the time between the acquisition of the projection views and the desired respiratory phase is calculated. For each angular position, the projection view that was acquired with a time closest to the desired phase was used in the reconstruction. This sorting technique ensures all projection angles are filled and has been described previously by Armitage et al. [20] .
In addition to the respiratory-gated images, ungated images were also reconstructed for each micro-CT scan. In the ungated case, all projection views from the first gantry rotation were used for reconstruction.
Image Reconstruction
Images representing the ungated image and the respiratory-gated images for peak inspiration and end expiration using each sorting approach were reconstructed. A Feldkamp-type [24] cone beam reconstruction algorithm was implemented to produce 3D volumetric images with isotropic voxel spacing of 0.15 mm. The algorithm requires that the angular position at which each projection was acquired is accurately known, but does not require even sampling intervals. For each image, only the unique projection views were reconstructed for a maximum of 416 valid projection views; duplicate views at the same angular position from subsequent gantry rotations were discarded regardless of the respiratory phase during which they were acquired. For the in-phase reconstructions, it was possible for the reconstructed image to include fewer than 416 views, depending on the respiratory patterns exhibited during the scan. The least error sorting approach guaranteed 416 views for reconstruction, although some fractions of these projection views were not acquired during the desired respiratory phase.
Using a similar approach to our previous work describing an optimized retrospective gating technique for use with mice [12] , we optimized the protocol for imaging the lungs of rats to improve measurements of physiologically relevant parameters with minimal loss of image quality. In the previous mouse study, we only included inphase projections in the reconstructed images. Optimization of the technique is needed for different species due to the differences in respiratory rates. To optimize the technique for rats, we simulated scanning with fewer gantry rotations, implying fewer projections acquired but with a shorter scan-time and lower dose. We reconstructed images using all 10 rotations, using the first 9 rotations, and so on down to 3 rotations, at which point the image quality suffered from too few projections acquired in the desired respiratory phase. We reconstructed images using continuous gantry rotations ranging from 3 to 10 to optimize between the image quality, scan time and xray dose delivered to the animal for both sets of images (in-phase and least error) gated to peak inspiration and to end expiration.
Images were rescaled into Hounsfield units, where the pixel values representing air in the trachea were set to −1000 HU and those representing the water in the calibration tube were set to 0 HU. The ungated images were reoriented to align the major airways with the axes of the image, and the same co-ordinate transform was applied to reorient all of the gated images from the same acquisition.
Image Analysis
Image analysis metrics can be separated into two categories: image quality and physiological measurements. For each image, the same measurements were performed and values were compared within each sorting approach for 3 -10 continuous gantry rotations. A second comparison was done between the 10-rotation in-phase image (considered to be the gold standard) and each of the least error images for 3 -10 gantry rotations. The 10-rotation image was considered to be the gold standard since it had the most projection views filled with the in-phase conditions. All image-based analysis was performed using MicroView Analysis+ (v2.2, General Electric Healthcare, London, Canada).
Image Quality: Similar to our previously published work [12] , we measured the photon noise in the image by calculating the standard deviation in a region of interest inside the heart (mean ROI volume = 440 ± 4 mm 3 ). Missing view artefacts were measured in a region of interest (mean ROI volume = 1857 ± 13 mm 3 ) in air above the animal's spine and corrected to remove the photon noise contribution as described in Equation (1) [12] :
where σ ROI is the measured standard deviation in the region of interest, σ photon, ungated is the photon noise measured in the ungated image, v ungated is the number of views in the ungated image (416) and v n is the number of projection views used to form the gated image. Physiological Measurements: Using the 10-rotation expiration images, the threshold value was found by selecting a region of interest containing approximately 50% soft tissue and 50% lung tissue. An automated algorithm [25] was used to identify the grey-scale value that separated the lung tissue from the background soft tissue. The threshold value (−237 HU) was obtained as the average for all 5 rats and was applied to all images. Using a seeded region-growing algorithm, we extracted the whole lung by selecting pixels with grey scale values below the threshold (−237 HU). For each region of interest, the volume and mean CT number were calculated.
Functional parameters were calculated from the image-based measurements. The functional residual capacity (FRC) is given in Equation (2), and the tidal volume (V t ) in Equation (3), where the volumes are measured in millilitres and the densities in Hounsfield units. Each of these equations accounts for the fractional air content in the lungs [18] [26]- [28] .
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To assess the accuracy of the gating in the images created from the least error respiratory sorting approach, we analysed the sharpness of the diaphragm at 4 locations in a coronal plane corresponding to the midline of the lungs. Corresponding images from the in-phase sorting approach were also analysed and the line profiles compared between the images. For this analysis, only one scan for each rat was used due to the extreme amounts of data generated. The planes were selected to be as close as possible to the same location for all of the rats, and were identical between the images from the same acquisition. For each image, four lines 9 mm in length were drawn straddling the diaphragm. The lines were aligned with the image axis and were located near the medial edge and near the lateral edge of the right and left lobes as shown in Figure 1 , crossing the diaphragm approximately perpendicular to the bottom edge of the lung. The profiles were aligned at the position with the highest gradient to account for slight differences in positioning the profile lines between images. The profile lines were plotted and the slope and shape of the line were taken as qualitative indicators of diaphragm sharpness. To exclude the shoulders of the curve, the slope of the line of best fit through each profile was calculated for the portion of the curve extending 3 mm on either side of the point with the highest gradient.
Statistical Analysis
Statistical analysis was performed using Prism (v4.0c, Graph Pad Software, Inc., San Diego, USA). To compare the images made from 3 -10 continuous gantry rotations with the same respiratory sorting approach, a repeated measure ANOVA with Dunnett's post hoc test was performed. For this comparison, measured values from each image were compared to those from the image produced using all 10-gantry rotations. To compare between the two respiratory sorting techniques, images were compared to the 10-gantry rotation in-phase image, using the same statistical methodology. We report the mean values with the standard error in the mean (mean ± SEM), considering p-values < 0.05 as being significant.
Results
Respiratory Sorting
In retrospectively gated scans, the number of projection views that are used for a reconstruction depends on the respiratory rate of the animal. Although the rats in this study were allowed to breathe freely, their respiratory traces showed that the rates were consistent throughout the scans. The mean respiratory rate recorded was 83 ± 20 breaths per minute. Based on these measured respiratory traces, the temporal windows identified in peak inspiration and end expiration varied in length for different rats, and for subsequent scans of the same rat. For the acquisition window corresponding to peak inspiration, the mean window length was calculated for each rat, and ranged between 87 ms to 117 ms, while the end expiration window length ranged from 271 ms to 645 ms. Figure 2 shows the multiplanar reformatted images from a single animal where the projections were selected from all ten-gantry rotations. The coronal images in panels a) and b) are the end expiration and peak inspiration images reconstructed with least error approach, and panels c) and d) depict end expiration and peak inspiration images respectively using only the in-phase projections.
Qualitative Image Analysis
In Figure 3 , the multiplanar reformatted images are shown at each respiratory phase (peak inspiration and end expiration) in the same rat using only the projections acquired in the first three gantry rotations to reconstruct the image. The coronal images in panels a) and c) are the end expiration images and b) and d) depict the peak inspiration images. Panels a) and b) used the least error approach to completely fill projection space, whereas panels c) and d) were reconstructed using only the in-phase projections.
In-phase images reconstructed from fewer gantry rotations have fewer projections in the desired phase and therefore exhibit streak artefacts due to the missing projection views, as seen when comparing Figures 2 and 3 . Image noise is noticeably increased at both respiratory phases in Figure 3 . End expiration images exhibit better image quality than the corresponding peak inspiration images due to an increased number of projections included. Since all of the projection angles are filled in the images reconstructed by the least error method, the streak artefacts are eliminated and the noise in the images is comparable for all 4 panels (Figures 2(c) and (d),  Figures 3(c) and (d) ). Figure 4 shows the axial images corresponding to a slice at the level of the 4 th rib in the coronal images. In the axial plane, the missing view artefact is more noticeable for the in-phase reconstructions.
Image Quality Measurements
Measured values for the mean and standard error in the mean for the image noise and missing view artefacts are plotted in Figure 5 . For the in-phase images, both the image noise and the missing view artefact measurements exhibited improved image quality for images reconstructed with more projections (including projections from more gantry rotations), as expected. The end expiration images were better than the corresponding peak inspiration images due to a larger number of available in-phase projections during end expiration. The rat respiratory traces showed that the period of end expiration is typically longer than peak inspiration, providing a longer temporal window for in-phase projections to be acquired. All in-phase images were compared with the 10-gantry rotation images using repeated measures ANOVA. No significant differences from the values measured in the 10-gantry rotation images were seen for images representing 6 or more gantry rotations for image noise and 7 or more gantry rotations for missing view artefacts. To ensure that the image quality is not reduced in the images, the scanning protocol could be altered to acquire projections over 7-gantry rotations instead of 10.
The least error reconstruction technique added nearly in-phase projections representing the view angles where no in-phase projection view was acquired. By completely filling projection space, the image noise was greatly reduced, and constant for all of the images regardless of respiratory phase or the number of gantry rotations included in the reconstructions. The missing view artefacts were completely eliminated. Comparing the least error images to the 10-rotation least error image showed no significant differences for image noise for 5 or more gantry rotations, and no differences in missing view artefacts.
Comparing the images within each dataset gives information about the variability of the measured values. To investigate the accuracy of the measured values, we considered the in-phase image reconstructed using projections from all 10-gantry rotations as the gold standard. Comparisons were made between the gold standard image and all of the images reconstructed using the least error method. Significant differences in the image noise and missing view artefacts were measured for all of the peak inspiration images, which is likely due to the large difference in the number of projections used to reconstruct the images. Since the end expiration images were already filling a large proportion of the projection angles, the missing view artefacts were not significantly different from the gold standard image reconstructed at end expiration. The image noise was significantly different for the 3-, 4-, and 5-rotation images only. 
Physiologically Relevant Measurements
The volumes of the lung, along with the mean CT number, are reported in Table 1 (mean values and standard error in the mean). In some of the images, the seeded region-growing algorithm leaked, causing the extracted volume to include non-lung regions for the images made using only in-phase projections. This overestimation of the lung volume was more prevalent in the images made with fewer gantry rotations and affected primarily the peak inspiration images.
Comparing each in-phase image to the 10-rotation in-phase image, the physiologically relevant measured values yielded no statistically significant differences for 7 or more gantry rotations for end expiration for the metrics in Table 1 . The peak inspiration images had no differences in lung volume or mean CT number. For the images using the least error method to fill all angles, there were no significant differences for 7 or more gantry rotations at peak inspiration when compared with the 10-rotation least error image for all physiologically-relevant measurements. The end expiration images showed no change in volume or CT number with increasing the number of gantry rotations.
To assess the accuracy, the least error images were compared to the gold standard image (10-rotation in-phase image). For peak inspiration, there were significant differences in the measured values for lung volume in the 3-to 6-rotation images. The measured values were smaller for the peak inspiration least error images (ranging from 5.74 mL to 6.08 mL vs. 6.30 mL for the in-phase 10 rotation gold standard), which is likely due to including nearly in-phase projections that have less air in the lungs representing inhalation or exhalation. The CT number measured in the lung at peak inspiration was significantly increased for all images when compared with the 10-rotation in-phase image (−526 HU to −561 HU compared with −615 HU for the in-phase gold standard image). No significant differences were found during end expiration.
Functional Measurements
Calculated values for tidal volume and functional residual capacity are tabulated in Table 2 . For comparisons within each dataset of the FRC, there was a significant difference for the in-phase reconstruction at 3 rotations and no significant differences in the least error reconstructions. Tidal volume showed no significant differences for the images reconstructed with only the in-phase projections, but a significant difference for 3-to 5-gantry rotations in the least error images.
Although the values for FRC and V t were stable, there were significant differences for the tidal volume measurements for all rotations when the least error reconstructions were compared with the gold standard image (10 rotation, in-phase projections). The value measured in the 10-rotation images using only the in-phase projections is 1.71 mL, whereas the values in the images using the least error method ranged from 0.75 mL to 1.22 mL. The FRC demonstrated no significant differences from the gold standard image.
Assessing Diaphragm Motion
Plots were produced depicting all of the line profiles for 3-to 10-gantry rotations superimposed for each respiratory phase. Figure 6 shows a single line profile from a coronal slice from the middle of the lungs for the 3-rotation, 10-rotation and ungated images. The line profile was obtained near the outer edge of the right lobe during 5a) end expiration and 5b) peak inspiration. The left graphs show the results from the reconstructions us- Table 2 . Tidal volume and functional residual capacity measured in 5 rats (mean ± standard error in the mean). The asterisk * designates the measurements that are statistically different (p < 0.05) from the 10-rotation image within the dataset, and the dagger † designates a difference between the least error reconstruction and the 10-rotation in-phase image. ing only the in-phase projections, and those on the right depict the images reconstructed with the least error approach, along with the 10-rotation in-phase curve in green for comparison. At both respiratory phases, the 10-rotation images exhibit sharper shoulders than the 3-rotation images. Comparing with the 10-rotation in-phase curve (in green), the deviations that are noticeable at the shoulders of the curves for the 3-rotation in-phase images are reduced in the least error images for both respiratory phases. In addition, the difference in the CT numbers is reduced for the least error images, indicating a slight reduction in the contrast between the lung and soft tissue at the edges of the diaphragm. These results suggest that adding in the nearly in-phase projections did cause blurring of the diaphragm, which was more obvious in the peak inspiration images and the images that had a lower percentage of the angular positions filled with the in-phase projections. Although the diaphragm was not completely stationary in the images, adding the nearly in-phase views was still an improvement over the ungated images, and improved the images made with fewer gantry rotations. The calculated slopes were compared to the 10-rotation, in-phase gold standard image for each respiratory phase separately. The steeper slope exhibited by the gated curves indicate the amount of improvement in diaphragm sharpness over the ungated images (p < 0.01 for both peak inspiration and end expiration). Only one rat exhibited significant differences during end expiration for the 3 -5 rotations least error images for the maximum slope. For the other animals, the only significant differences were seen in the ungated image. No differences in the maximum slope were observed when the animals were grouped together, indicating that the maximum slope of the line profile across the diaphragm wasn't impacted by the number of gantry rotations used to formed the image or the projection sorting algorithm.
Discussion
In this study, we compared two retrospective respiratory-gating reconstruction approaches, using only the inphase projections to form the image and a least error method to fill all angular positions. Completely filling all angular positions improved the image quality qualitatively, as demonstrated in Figures 2 and 3 , and quantitatively as the measured photon noise and missing view artefacts were reduced, shown in Figure 5 . This improvement in image quality permitted the use of an automated segmentation algorithm, namely seeded region growing, for extracting the lungs. This type of grey-scale based algorithm requires accurate CT numbers, low pixel-to-pixel variation and an artefact-free image. For the peak inspiration in-phase images, which had fewer in-phase views available for reconstruction, the algorithm could leak into the surrounding tissue, instead of selecting only the lung. By adding in the nearly in-phase views, the algorithm could correctly identify the margins of the target organ.
Measured values for the lung volume and the mean CT density in the lungs were compared for all of the images. The measured values for the inphase 10-rotation images were used as the gold standard; the observed values for tidal volume and respiratory rates are within the published range for healthy free-breathing adult rats of 1.5 mL and 85 breaths per minute respectively [29] . For both reconstruction techniques, the physiologically relevant measurements were not statistically different from the corresponding 10-rotation image for images using projection views from 7-or more gantry rotations. From the results in Table 1 , it is clear that the measured lung volumes were systematically smaller for peak inspiration using the least error reconstruction compared to the images reconstructed with only the in-phase views. In addition, the measured values for CT density are significantly higher in the peak inspiration images for the least error images where all angular positions are filled. These systematic errors result from adding in the nearly in-phase views. The nearly in-phase images for the peak inspiration phase would be acquired at the end of inhalation or the beginning of exhalation. These views would have a reduced lung volume and air content compared to the projections acquired during peak inspiration. The result is a reduction in the lung volume and the air content in the lungs will be reduced, leading to a higher CT number (more positive). This underestimation of the air content in the lungs at peak inspiration is likely the main cause of the systematic reduction in calculated tidal volumes for the images reconstructed with all of projection space filled exhibited in Table 2 .
For the purpose of reducing organ motion in the images, and for estimating anatomy from the images, the least error method should provide reliable measurements. The diaphragm analysis, displayed in Figure 6 , shows that the diaphragm sharpness for the gated images is improved over the ungated images, but as more of the available projections are from the inhalation and exhalation portions of the respiratory cycle, which correspond to the times when the diaphragm is moving the most, the diaphragm sharpness is degraded at the shoulders of the graphs. The measured values for anatomical features, such as lung volume, are stable with no significant differences for reconstructions using 7 or more gantry rotations, although systematic errors are inevitable. To minimise the effects of these systematic errors, control animals should be included in each study so the relative measured values can be reported with the idea that the trends in the data will not be adversely affected by these systematic errors.
For studies that require functional information from the images, the systematic errors that occur for the peak inspiration images using the least error method combine to produce errors in the calculated tidal volume. The values tabulated for tidal volume, shown in Table 2 , exhibit stable values within the dataset, with no significant differences noted for images reconstructed with data from more than 5 gantry rotations. However, the values for the images reconstructed using the least error method produced a smaller value for the tidal volume than the images that used only the in-phase projections. The difference between the volumes and air content at peak inspiration and end expiration was smaller for the least error method due to the inclusion of nearly in-phase views. For the functional residual capacity, the effect is less pronounced because the images reconstructed during end expiration had a higher fraction that were in-phase compared to the peak inspiration case, leading to no significant differences in the calculated values between the two reconstruction approaches.
One factor that affected the peak inspiration images quite strongly was the limited number of angular positions for which in-phase projections were available. In our population of rats, there were a few scans where adding another gantry rotation only increased the number of in-phase projections by a small number, which was particularly problematic for the peak inspiration phase, as it is much shorter than end expiration. In these cases, we believe that the respiration period of the rat synchronized with the gantry rotation time, causing subsequent projections to be acquired during the identical respiratory phase. Therefore, increasing the scan time, and associated dose, resulted in mainly redundant projections. Furthermore, the angular distribution of the projections did not even out as more data was included; in fact, one scan had insufficient angular coverage to produce a reliable image and was excluded from the study. The number of projections included for the in-phase reconstructions are shown in Figure 5(a) . Previous work in mice showed a steeper slope in the peak inspiration curve [12] , which we believe is due to faster respiration in mice. Faster respiration will allow for more breaths to occur during the first gantry rotation, and provide an improved angular distribution of the in-phase projections. Furthermore, a fast respiration rate may ensure that the respiratory period would not remain synchronized with the rotation period for a significant portion of the rotation time. Other models of micro-CT scanners may not suffer from the exact same issues outlined here, as the rotation speed and optimized imaging parameters will vary by model. However, the concept of optimizing the protocols by balancing angular oversampling to achieve complete filling of projection space, and exquisite image quality, with the requirements to minimize the scan time, anaesthesia time and x-ray dose to the animal is applicable to all retrospectively respiratory-gated studies.
Optimization of the acquisition and reconstruction protocols is dependent upon the measurements that are required from the data. If functional information about the lung is required, the projections from 7 gantry-rotations should be reconstructed using only the in-phase projections. For this approach the exposure time would be reduced to 35 s with an entrance dose of 0.2 Gy. A coronal slice through one rat is included in Figure 7 for the optimal 7-gantry rotation reconstruction using only the in-phase projection views acquired during a) end expiration, and b) peak inspiration. Alternatively, the least error reconstruction could be used with 7-rotations, with the knowledge that the tidal volume values will be slightly underestimated. Coronal slices through the same rat using the least error approach is shown in Figure 7 (c) at end expiration and d) at peak inspiration.
The least error approach did offer an obvious benefit for image quality, and improved the outcomes of semiautomated image processing algorithms, such as seeded region growing for feature extraction. The main failure of this technique was for the peak inspiration images in measuring the lung CT number, which was too high, and the lung volume, which was too low. These systematic errors caused inaccuracies in the calculated functional information for the lung (tidal volume). Using a combined analysis approach, the lung boundaries and volumetric measurements could be derived from the least-error projection selection approach, and the density measurements could be obtained using the reconstructed images using the in-phase projections. There may be other applications where this systematic error would not be seen. For example, any object that is changing in volume throughout the cycle, but maintains a constant CT number may not suffer from the same errors. In particular, cardiac-gated imaging using a contrast agent may be well-suited for the least error reconstruction, as the chamber size would change in time, but the CT number of the blood would remain constant. Retrospectively cardiac-gated micro-CT is a task that suffers from severe artefacts, particularly when imaging the mouse heart due to the extremely short cardiac cycle (~25 -30 ms). More in vivo testing is required to assess what tasks are well suited for the least error reconstruction.
Since the optimal number of gantry rotations is 7 for both reconstruction approaches, the image quality can be improved with no loss of important information at a modest x-ray dose to the animal. To assess functional parameters in free-breathing rats, both reconstruction techniques can be utilized with the 7-rotation dataset. Least error images can be used for display purposes and qualitative assessment for both respiratory phases, and can be quantitatively analysed for the lung volume, CT density and functional residual capacity using the end expiration images. For the corresponding peak inspiration measurements of lung volume, CT density and tidal volume, an image using only the in-phase projections should be reconstructed and analysed. Coronal images from the same rat using the optimized protocol for both the in-phase and least error reconstruction techniques (7 gantry-rotations, 35 s exposure time, 0.2 Gy entrance dose). Projections from the first 7-gantry rotations were used to reconstruct only the in-phase views acquired during (a) end expiration and (b) peak inspiration. The same coronal slice from the 7-gantry-rotation image using the least error reconstruction shown during (c) end expiration and (d) peak inspiration. The reconstructed isotropic voxel spacing is 0.15 mm.
Conclusions
In this study, we compared a least error method of reconstructing retrospectively respiratory-gated micro-CT images that uses nearly in-phase projections to completely fill projection space with our previously published method using only in-phase projections. We evaluated the images based on image quality metrics, such as noise and missing view artefacts, and physiologically-relevant measurements, such as lung volume, CT density, tidal volume and functional residual capacity. Our comparisons show that improved image quality occurs when using the least error method to completely fill projection space, but some physiologically relevant measurements are systematically altered in the peak inspiration phase, leading to inaccuracies in the calculated tidal volume. The least error method may be better suited to measurements of organs that do not change their attenuation properties during the scan.
For motion reduction and anatomical measurements, using the least error method will provide reproducible measured values; however, control animals must be included and relative values are reported to eliminate systematic inaccuracies. For the free-breathing rats in our study, the desired measurements of physiology and function can be obtained with an imaging protocol of 7 gantry-rotations, which requires a 35 s exposure time and an entrance dose of 0.2 Gy for either the in-phase reconstruction or the least error reconstruction. By combining both of these techniques together, the image quality can be improved with no loss of accuracy in the physiologically relevant measurements by using both the least error and in-phase reconstructions to assess the peak inspiration images, whereas for the end expiration phase, the least error image is sufficient.
